[Clinical experience with a 30 cm. image intensifier with special reference to a 100 mm. film technique (author's transl)].
The report deals with one year's experience of two new 30 cm. image intensifiers with special reference to a 100 mm. film technique. Attention was paid to its applicability to routine work and the usefulness of this format when demonstrated to a large audience. Comparative dose measurements using the image intensifier and a direct film technique are given. The running costs have been analysed. Suggestions for further improving the technique using this format are given.